[The study and evaluation of a method for identifying Escherichia coli by using fluorescent disks].
A study was carried out with 101 strains, 79 of Escherichia coli and 22 of other genera isolated from clinical samples at several hospitals in Havana form October 1989 to January 1990. In all the strains, beta-glycuronidase enzyme was detected in conditions established by our laboratory and was compared with the results reached by the ROCHE enterotube method. Of the 79 Escherichia coli strains, 74 were positive to the beta-glycuronidase detection test. Sensitivity was 94% and specificity, was 100%.